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Abstract

Background: Point-of-care (POC) tests are devices or test strips that can be used near or at the site where care is
delivered to patients, enabling a relatively fast diagnosis. Although many general practitioners (GPs) in the Netherlands
are using POC tests in their practice, little is known on how they manage the corresponding patient safety aspects.

Methods: To obtain information on this aspect, an invitation to participate in a web-based questionnaire was sent
to a random sample of 750 GP practices. Of this sample 111 GP practices returned a complete questionnaire.
Data was analysed by using descriptive statistics.

Results: Results show that there is not always attention for quality control measures such as checking storage
conditions, executing calibration, and maintenance. In addition, universal hygienic measures, such as washing hands
before taking a blood sample, are not always followed. Refresher courses on the use of POC tests are hardly organized.
Only a few of the GPs contact the manufacturer of the device when a device failure occurs. Well-controlled aspects
include patient identification and actions taken when ambiguous test results are obtained.

Conclusions: We observed a number of risks for errors with POC tests in GP practices that may be reduced by proper
training of personnel, introduction of standard operating procedures and measures for quality control and improved
hygiene. To encourage proper use of POCT in general practices, a national POCT guideline, dedicated to primary care
and in line with ISO standards, should be introduced.
Background
Health care professionals are using various types of point-
of-care (POC) tests for therapeutic decision-making [1].
The main advantage of using POC tests is that results can
be obtained very rapidly at or near the site where care is
delivered to the patient. These diagnostic tests enable gen-
eral practitioners (GPs) to make a clinical decision during
the patient’s visit. The use of POC tests reduces the num-
ber of referrals to a central laboratory and may also result
in reducing the need for a second patient visit. This is con-
venient for patients and may enhance practice efficiency.
Although instant diagnostic information obtained

through POC tests may increase quality and efficiency of
care delivery, it also carries a risk for the patient if the
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result is false-positive or false-negative [2]. Various non-
laboratory health care professionals, who usually do not
have the adequate training and experience to sample
and analyse human body materials, use POC tests in dif-
ferent settings. In the Netherlands GPs have guidelines
for the diagnoses of various diseases, in which diagnostic
tools, such as POC tests, are described. However, quality
requirements specifically for the use of POC test in GP
practices in the Netherlands are missing. Results of a
study among practice nurses in the UK showed that they
have a poor understanding of quality control issues re-
lated to near-patient testing, e.g. of maintenance of
equipment and management of the test results [3]. In
2007, the Netherlands Society for Clinical Chemistry
and Laboratory Medicine (NVKC) analysed reports on
serious incidents after the use of blood glucose meters
in various Dutch hospitals. The NVKC concluded that
in most cases the incorrect use of the blood glucose
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Table 1 Overview of the key elements for managing
patient safety aspects related to POCT investigated in
this study

Key elements Description

Training of users protocol available as part of the quality system,

users must be trained, certified

periodical refresher courses

Pre-analytical phase check control measures upon
delivery of POC tests:

-storage condition

-packaging undamaged

-expiry dates

check control measures before using POC tests:

-instruct the patient

-read instructions for use or
own written protocol

-check storage condition

-packaging undamaged

-expiry dates

-regular maintenance and calibration
of POC test meters

Analytical phase perform patient identification

take the appropriate hygienic
measures (e.g. washing hands )

correct sample handling

Post-analytical phase record test results

take control measures and action
in case device failure, such as:

-refer a patient or sent the sample
to a laboratory for testing

-contact the manufacturer of the POC test

-check the expiry date of the POC test

-repeat the test with an other POC test

-repeat the test with a new sample

take control measures and a actions
in case the test results conflict
with symptoms, such as:

-refer a patient or sent the sample
to a laboratory for testing

-repeat the test with an other POC test

-repeat the test with a new sample

-give life style advice

prescribe medication
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meters was the underlying cause for these incidents [4].
These incidents emphasized the need for quality require-
ments for the use of POC tests.
To mitigate the risks of POC testing (POCT) and to

ensure patient safety, a health care professional has to
adopt a systematic approach when using POC tests. In
literature, several indicators are described for managing
POC tests-related patient safety aspects [4-10], such as
training, universal hygienic measures, quality control
measures, registration of results, and established alterna-
tive actions when test results conflict with symptoms or
when device failure occurs.
However, little is known on how GP practices in the

Netherlands manage safety aspects related to POCT in
every day practice. This study is the first study in the
Netherlands to systematically evaluate safety aspects of
POCT in GP practices.

Methods
Questionnaire
Results of a previous survey among GP practices on
POCT in 2010 showed that tests to measure nitrite to
identify a urinary infection, blood glucose to determine the
blood glucose levels and haemoglobin to identify anaemia,
are used most frequently by GPs in the Netherlands [11].
Therefore, questions related to these three tests, more spe-
cifically held hand devices, were included in this study. To
obtain information on the management of patient safety
aspects of POCT, a questionnaire was developed based on
literature and combined with input from specialists of la-
boratory medicine and GPs. Literature searches were per-
formed using Scopus™ (Elsevier BV) and Medline/PubMed
(US National Library of Medicine). Search strings were ‘pa-
tient safety’, ‘primary care’, ‘general practitioner’, ‘point of
care testing’, ‘point of care tests’, ‘blood glucose test’, ‘nitrite
test’ and ‘haemoglobin test’. Important safety and quality
aspects in the questionnaire included i) training of users,
ii) intake and storage of test materials, calibration and
maintenance of the equipment during the pre-analytical
phase, iii) hygiene procedures before collecting samples,
test performance, registration of results during the analyt-
ical phase and iv) actions based on test results during the
post-analytical phase. Table 1 provides an overview of the
key elements investigated in this study. All questions were
close-ended, with in some cases the opportunity to add
comments. For several questions, respondents could
choose more than one answer. A sample questionnaire is
available as Additional file 1.

Study population, data collection and data analyses
Out of 4090 GP practices registered in the national regis-
try of practices in the Netherlands [12] a random sample
of 750 GP practices (18%) was drawn, taking into account
the distribution of solo practices and duo or group
practices. This register, maintained by the Netherlands in-
stitute for health services research (NIVEL), contains
nearly all self-employed GPs and GPs employed by other
GPs in the Netherlands. In 2011, an invitation letter was
sent to these GP practices by mail, with information on
the aim of the study, and a link to the web-based



Table 2 Characteristics of respondents (n = 111)

Demographic variables n (%)

Function general practitioner 67 60

practice assistant 39 35

practice nurse 2 2

Other* 3 3

Type of practice Solo 45 41

Solo, NHG+ accredited 11 10

Duo or group 36 32

Duo or group, NHG+ accredited 19 17

*Pharmaceutical assistant, practice assistant as well as practice nurse; or
pharmaceutical quality manager as well as practice assistant.
+The Dutch College of General Practitioners (NHG).

Table 3 Use of POC test in GP practices (n = 111) and
completed questionnaires

Number of GP practices:

Using a
POC test

Completed the
questionnaires

POCT n %* n (%)

Blood glucose test 109 98 86 78

(91 and 96)

Nitrite test 105 95 97 87

(96 and 96)

Haemoglobin test 50 45 45 90

(55 and 58)

*Percentages in italic from Hofland [11] and Howick et al. [14].
Number of GP practices using a POCT (%) = (n/111)*100.
Number of GP practices completed the questionnaires (%) = (n/n (Number of
GP practices using a POCT)*100.
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questionnaire (SurveyMonkeyTM). GP practices have to
have a quality management system according to the Dutch
Health Institutions Quality Act [13]. It is assumed that
quality management system in GP practices lead to a rela-
tively uniform way of working within one practice. There-
fore, per practice, only one web-based questionnaire could
be filled out. In the letter, it was clearly stated that the
questionnaire should be filled out by one of the profes-
sionals within the practice who actually uses POC tests.
Participation to the study was voluntary, and all obtained
data were processed anonymously, not traceable to the in-
dividual GP practices. According to Dutch Civil Law,
Article 7:458, this study did not require ethics approval.
To maximize the response a reminder was sent to non-
respondents three weeks after the first mailing. Incomplete
questionnaires were excluded. Descriptive statistics were
used to describe demographic characteristics of the re-
spondents and the information on actual use of POC tests.
A chi-square test ( χ2) was used to investigate the repre-
sentativeness of the GP practices, i.e. the differences be-
tween the distribution of practice types within the random
sample and within the group of GP practices that returned
the questionnaire. The difference was considered statisti-
cally significant, if p < 0.05 ( χ2 test). For the analyses the
Statistical Package for Social Sciences (SPSS) software
(IBM SPSS Statistics 19) was used.

Results
Demographic characteristics of the respondents
The random sample of 750 GP practices consisted of
47% solo practices and 53% duo or group practices,
which was similar to the total population of GP practices
(n = 4090) (46% solo practices, 54% duo or group prac-
tices). Out of 750 GP practices, eight GP practices
responded that they could not participate in the study
because of various reasons, e.g. long-term sickness leave
or retirement. Two GP practices responded that they did
not want to participate in the study. Of the remaining
740 GP practices, 111 (15%) responded by returning the
questionnaire. No significant difference (p = 0.6; χ2 test)
in distribution of practice types was observed between
the random sample of GP practices and the GP practices
that returned the questionnaire (50% solo and 50% duo
or group practices). Characteristics of the respondents
are summarized in Table 2.
Sixty percent of the questionnaires were completed by

GPs, 40% by GP assistants or practice nurses (Table 2).
Not all questionnaires were used in further analyses due
to incomplete answers relating to specific tests. Eighty-
six out of 109 (78%) respondents using blood glucose
test, 97 out of 105 (87%) respondents using nitrite tests
and 45 out of 50 (90%) respondents using haemoglobin
tests completed all questions relating to the specific tests
(Table 3).
More than 60% of the respondents had experience
with POC tests for more than ten years. The frequency
of using POC tests was high; nitrite tests were used on a
daily basis by 95% of the respondents, blood glucose me-
ters were used daily by 51% and weekly by 41% of the re-
spondents, and haemoglobin tests were used weekly by
69% of the respondents.

Training of users
In more than 90% of the GP practices, training on using
POC tests is given. In most GP practices (>75%) the
training was given by professionals working at the prac-
tice, such as the GP or practice nurse. Training provided
by external professionals, such as the manufacturer of
the POC tests or an employee at a clinical laboratory
was done in less than 20% of the GP practices. In some
of the GP practices (<6%) no training was provided. Re-
fresher courses, however, are hardly ever organized (less
than 3%). Even when the test or the instructions for use
are modified, less than 30% of the respondents organize
a refresher course. Approximately half of the GP prac-
tices has a test procedure written specifically for their
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practice. Only a very low percentage of the respondents
(less than 10%) indicate that they read the test procedure
written specifically for their practice or the instructions
for use before they execute a POC test.
Pre-analytical phase
The pre-analytical phase starts as soon as POC tests are
being delivered to the GP practices. More than 90% of
the respondents check the expiry date of the test strips
(for all three tests) as soon as these materials are deliv-
ered to the GP’s office. However, they pay less attention
(less than 65% for all three tests) to other important as-
pects, such as storage conditions, possible damage to the
packaging and possible unclean and damaged test strips
(see Figure 1).
Fifty-one percent of the respondents using blood glu-

cose meters and 44% of the respondents using haemo-
globin meters check before use whether the codes of the
test strip and the meter correspond. Some respondents
answered that checking the code of the test strips and
meters is not necessary because of new types of meters.
A small percentage of respondents (20%-26%) using
blood glucose and haemoglobin meters check whether
the meter is calibrated or generally maintained.
Figure 1 Pre-analytical phase: control measures for all three POC test
one answer.
Analytical phase
The majority of the respondents provides instructions to
the patients (e.g. on how to collect a urine sample) before
they use the tests. More than 75% of the respondents pay
attention to patient identification. Less attention is paid to
other safety aspects during the analytical phase.
About half of the respondents using blood glucose tests

and only 38% of the respondents using haemoglobin tests
takes hygienic measures, such as washing their own hands
before taking a blood sample. Less than 20% of the respon-
dents indicated that they wear gloves. Washing/disinfecting
the patients’ finger before blood sampling is performed by
less than half of the respondents (see Figure 2).
More than half of the respondents using blood glucose

or haemoglobin tests pay attention to removing the first
blood drop and not squeezing the finger to obtain a
blood sample. Six percent of the blood glucose meter
users and 9% of the haemoglobin meter users do not
give attention to either of these aspects. To obtain reli-
able test results, the test area of the test strips for blood
glucose and haemoglobin must be completely filled.
Many users, 88% for blood glucose and 82% for haemo-
globin, indicated that they pay attention to this aspect.
Most respondents (87%) indicated that only first

morning urine samples were accepted. A small number
s carried out by GP practices. Respondents could choose more than



Figure 2 Analytical phase: hygienic measures. Respondents could choose more than one answer. Twelve percent of the blood glucose test
users and nine percent of the haemoglobin test users answered that they wash their hands and wear gloves before taking a blood sample.
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of respondents (13%) accepts all types of urine samples,
for instance when a patient has serious complaints
matching a suspected urinary tract infection. In these
cases, the serious clinical symptoms outweigh a poor
quality of the urine sample or negative nitrite levels.
Some respondents reported that they perform additional
tests if the results of the nitrite tests are negative. Add-
itional testing includes repeating the nitrite test or per-
forming a dipslide testa.

Post-analytical phase
Since results of laboratory tests need to be integrated in
the patients’ medical records, it was investigated how
this is carried out for POC test results. A vast majority
of the respondents enter the test results manually in
their electronic health record (EHR) system (blood glu-
cose tests 92%, nitrite test 89% and haemoglobin test
87%). Some respondents record the data via an elec-
tronic link between the device and their EHR system
(blood glucose tests 12%, nitrite test 11% and haemoglo-
bin test 13%). Less than 6% of blood glucose test users
and nitrite test users record the test results manually in
the non-electronic medical record of the patient or on a
specific paper form for test results.

Check and action after device failure
More than 75% of the blood glucose test users and of
haemoglobin test users indicated they repeat the test
with a new sample if device failure occurs. Of the nitrite
test users, 32% repeat the test with a new urine sample,
whereas 52% indicated they repeat the test with the
same urine sample. A very low percentage of the respon-
dents (less than 10%) contact the manufacturer of the
device in case of device failure. Also ‘referring a patient
to a laboratory’ was an answer not often chosen by the
users of blood glucose meters and nitrite tests (less than
10%). For the haemoglobin test users this was 44%.
Some respondents indicated that they never experience
a device failure: for blood glucose tests 17%, for haemo-
globin tests 13%, and for nitrite test 36% (see Figure 3).
In case of a device failure for the blood tests, a rela-

tively small number of the respondents pay attention to
extra control measures such as:

� Checking the meter (56% blood glucose test, 38%
haemoglobin test).

� Checking whether the test strip was inserted correctly
(49% blood glucose test, 47% haemoglobin test).

� Checking whether the test area of the test strips was
completely filled (55% blood glucose test, 58%
haemoglobin test).

� Collecting a blood sample by venipuncture and
sending it to a laboratory (blood glucose tests 4%
and haemoglobin tests 18%).

� Reading the instruction for use to identify the error
and find solutions for the problem (less than 3% of
the blood test users).

For the nitrite tests, a relatively small number of the
respondents pay attention to extra control measures
such as:

� Sending the urine samples to a laboratory (16%).
� Examining the sediment of the urine sample (8%).
� Taking a dipslide sample to determine if there was a

bacterial infection (5%).



Figure 3 Post-analytical phase: control measures and actions in case of device failure for all three POC tests carried out by GP
practices. Respondents could choose more than one answer.
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Checks and actions after conflicting test outcomes for blood
glucose tests
A high percentage (98%) of the respondents using blood
glucose tests indicated that high blood glucose levels al-
ways lead to action, even when no symptoms are ob-
served. In addition, more than half of them take action if
the blood glucose levels are too low and no symptoms
are observed.
Of the respondents, 74% repeat the test with a new sam-

ple and 57% refer the patient to a laboratory when test re-
sults and symptoms conflict. Less than 50% of the
respondents repeated the test with another POC test. And
less than 20% of the respondents using blood glucose test
reported that they prescribe medication or give life style
advice if test results conflict with symptoms (see Figure 4).
Checks and actions after conflicting test outcomes for
nitrite tests
Most respondents take extra measures, such as perform-
ing a dipslide test or repeating the test, when they ob-
serve symptoms of urinary tract infection while nitrite
test outcomes are negative. In addition to these actions,
almost a quarter of the respondents prescribe antibiotics
when nitrite test results are negative.
Respondents using nitrite test were also asked what kind

of action they take when nitrite test results are positive. As
expected, most respondents (95%) prescribe antibiotics and
55% give life style advice. In some cases also a dipslide test
(16%) is performed, for example when a relapse occurs.
Checks and actions after test outcomes for
haemoglobin tests
Only a small number (20%) of GP practices indicated they
make inquiries about the patient’s diet if haemoglobin
levels deviate from reference values. More than half of the
GP practices immediately prescribe or adjust the patient’s
medication. Sixty percent of the GP practices refer pa-
tients to a medical specialist if haemoglobin is too low.
Discussion
In this exploratory study it was investigated how patient
safety aspects of three POC tests are managed in Dutch
GP practices. The percentages of GP practices using
these tests (blood glucose: 98%, nitrite: 95% and haemo-
globin: 45%) in this study are comparable with the re-
sults from two other studies among Dutch GP practices
[11,14] and the frequency of use of the three POC tests
was high. Results of our study show that training is pro-
vided in almost all the GP practices. However, in most
practices training is provided by professionals working at
the practice (second hand). Whether training is provided
directly by a manufacturer of the POC test to the user
or second hand (e.g. a GP) may have impact on the
protocol use and safety outcomes. Furthermore, re-
fresher courses are hardly ever organized and protocols
written specifically for the practice are not always avail-
able. Errors in using the test may be introduced grad-
ually and go unnoticed if experiences and problems are
not periodically discussed and evaluated [15]. Regular



Figure 4 Post-analytical phase: control measures and actions in case blood glucose test results conflict with symptoms. Respondents could
choose more than one answer.
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training would help to mitigate the risk of unnoticed er-
rors. In a study in three different hospitals in the UK,
the importance of training and adherence to protocols
by operators of POC tests was emphasized [2], because
most errors were related to the fact that the operator
was unable to use the POC test correctly. Because of the
hospital setting, in case of ambiguous results a sample
was sent to the central laboratory for analysis. Therefore,
erroneous results from POC test did not lead to any ad-
verse clinical outcomes [2]. However, in GP practices
there is no instantly available laboratory service and im-
pact of errors on the clinical outcome may be larger Re-
sults from two studies on training of device operators in
Australia show that with the appropriate training and
support, GP practices can achieve similar levels of safety
and accuracy as that found in laboratories [16,17]. More-
over, the Netherlands Society for Clinical Chemistry and
Laboratory Medicine recommends for use of POC blood
glucose tests in hospitals that (1) users must have a
protocol available as part of the quality system, (2) that
they must be trained and pass an exam, and (3) that a
periodical refresher course should be introduced [3-5].
These recommendations can be considered relevant for
all users of POC tests and all types of POC tests.
Respondents of our study paid less attention to storage

condition of the POC tests. Environmental influences,
such as exposure to light, air and humidity have a
negative effect on the stability of the chemicals on the
test strips and should be taken into account [18]. Fur-
thermore, some respondents stated that checking
whether the test strips and meter correspond is not ne-
cessary for new types of meters. There are, however, sev-
eral cases of incorrect blood glucose levels obtained with
test strips not corresponding with the meters [19].
Checking if the test strips and meter correspond is an
important control measure before using POC tests. Al-
though most respondents of this study had considerable
experience in using POC tests, the majority using blood
glucose and haemoglobin meters did not check whether
the meter was calibrated or generally maintained.
Neglecting calibration and maintenance of equipment
can cause erroneous outcomes of the measurement
[10,20,21]. Hygienic measures, such as washing or disin-
fect hands and wear gloves when taking a blood sample
was done by just a few of the respondents. These mea-
sures are important to protect the patient and the pro-
fessional against transfer of infectious materials and to
exclude interference of other substances. Therefore the
professional should wash hands or use disinfectants, and
wear gloves [22,23]. In recent years, several reports de-
scribe a lack of hygiene leading to erroneous test results
[20,24]. Contamination with sugar, orange juice, et
cetera, influences results and may subsequently lead to
wrong decisions on e.g. administering insulin.
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Most of the respondents take the correct actions
such as instructing the patient, collecting the samples,
and conducting the tests. Several respondents indi-
cated that they repeat the test if device failure occurs.
Other answering options, such as contacting the
manufacturer or referring a patient to a laboratory,
were selected less often. As part of European legisla-
tion on in vitro diagnostic medical devices, which is
applicable for POC devices, a manufacturer should
have a post market surveillance procedure which con-
tains both active (e.g., customer satisfaction surveys)
and passive (e.g., complaints registration) elements for
gathering the experiences of users of the device [25].
Surveillance findings can lead to the re-assessment of
a risk, improvements in the design of the device, or
amendments in the instructions for use. However, if
the manufacturer is not informed, the device or in-
structions for use will not be improved.
The majority of the respondents using the blood glu-

cose tests and haemoglobin tests take appropriate ac-
tions after they observe a conflict between the test result
and the symptoms. Just a small number of respondents
using haemoglobin tests reported that they make inquir-
ies about the patient’s diet if haemoglobin level is low.
This is remarkable, since a well-known possible cause if
anaemia could be an unbalanced diet, which can be
managed relatively well [26].
For the nitrite test, the GP practices in our study are

less precise when test results conflict with symptoms. A
high percentage of respondents prescribed antibiotics
when nitrite test results were negative and symptoms
were positive. If the result of the nitrite test is negative,
whereas the clinical signs point towards an infection, a
dipslide test is recommended by the national guideline
of NHG [7]. In addition, the guideline recommends tak-
ing a dipslide test or a laboratory test to detect compli-
cated infections if the urine sample is from a male, or to
detect antimicrobial resistance. However, this guideline
also provides the option to prescribe antibiotics for a de-
fined patient population if symptoms indicate a urinary
tract infection, even without performing a test. This may
partly explain the high percentage of respondents pre-
scribing antibiotics when nitrite test results were nega-
tive and symptoms were positive. It should be kept in
mind, however, that antibiotic resistance is a worldwide
problem [27], and therefore GPs always have to carefully
weigh the risks and benefits of prescribing antibiotics.

Limitation of the study
From the 750 GP practices, 111(15%) participated in the
study. Although this is a rather low response, this is not
unusual. Results from other studies among general prac-
titioners show that this group is difficult to observe
[28-31]. For example, in an online survey among all GPs
in Australia the response rate was less than 0.1% [29]
and in a study among 600 Dutch GPs 157 (26.2%)
responded [30]. Lack of time or less interest in the topic
of a study seem to be the reasons for the low response
rate on surveys among general practitioners [32]. Besides
the low response rate, the results may be biased by so-
cially desired responses. Furthermore, a selective re-
sponse may have occurred, in that GPs interested in this
topic, and thus paying attention to using POC tests,
returned the questionnaire. One person per practice
could fill out the questionnaire, and within one practice
differences between persons may occur. All these aspects
may contribute to a overestimation or underestimation
of some of the results when extrapolating these to all GP
practices in the Netherlands. However, this is the first
study to systematically evaluate safety aspects of POC
test use, with an emphasis on the use by GP practices in
the Netherlands. The results of this study gives a good
indication on how GP practices, included in this study,
manage patients safety aspects related to POC tests. And
although, questions were based on three POC tests, it is
very likely that the results from this study are also ap-
plicable for the management of patient safety aspects re-
lated to other types of POC tests.

Conclusions
The results of this study demonstrate how Dutch GP
practices manage patient safety aspects related to POC
tests. Although we found that some of the key elements
were adopted by most GP practices, also shortcomings
were observed in important aspects, such as hygienic
measures, training, quality control measures and actions
based on test results. We conclude that there is much
room for improvement, and that our findings call for
further research. It would be useful to investigate how
often shortcomings have led to adverse events. To en-
courage proper use of POC tests in general practices, a
national POC test guideline, dedicated to primary care
and in line with ISO standards, should be introduced. A
guideline should address the issues described in this
paper and include patient safety, maintenance, standard
operating procedures and quality management. The im-
plementation and adherence to such guideline should be
incorporated into the national accreditation system for
general practices.

Endnote
aA dipslide test is a plastic paddle coated on both sides

with agar media. Dipslides are inoculated by dipping the
agar-coated slides in the urine sample, where they are
incubated at 37°C for 18–24 hours. After incubation the
amount of bacterial colonies is determined and com-
pared to a model chart provided by the manufacturer of
the dipslide device [15].



de Vries et al. BMC Family Practice  (2015) 16:9 Page 9 of 9
Additional file

Additional file 1: Questionnaire.

Competing interests
The authors declare that they have no competing interests.

Authors’ contributions
CV contributed to the study design, data collection, data analysis and writing
of the manuscript and takes full responsibility for the integrity and accuracy
of the data presented in the manuscript. CD and EH contributed to the
study by providing input to the design, data collection and data analysis. RV
contributed to the study by providing the information from the national
registry of GP practices and reviewing and editing of the manuscript. MI, RG
and RK contributed to the reviewing and final editing of the manuscript and
read and approved the final manuscript. All authors read and approved the
final manuscript.

Acknowledgement
The authors would like to thank all GP practices that participated in this
study for their valuable time invested in completing our questionnaire. The
authors would also like to thank M. Geerthuis MSc. for collecting data for this
study. Some of the content of this study have been reported in the
technology report: Point-of-care testing in primary care in the Netherlands –
Management of patient safety related aspects.

Author details
1Centre for Health Protection, National Institute for Public Health and the
Environment (RIVM), P.O. Box 1, NL-3720 BA Bilthoven, The Netherlands.
2Health Technology and Services Research, MIRA institute for Biomedical
Technology and Technical Medicine, University of Twente, Enschede, The
Netherlands. 3Netherlands institute for health services research, Utrecht, The
Netherlands. 4Clinical Chemistry and Haematology laboratory, Jeroen Bosch
Ziekenhuis, Utrecht, The Netherlands.

Received: 25 August 2014 Accepted: 16 December 2014

References
1. Kleinveld HA, De Jong KM, Oosterhuis WP, Raijmakers MTM: Support Point-

of-Care Testing in first line care. Ned Tijdschr Klin Chem Lab Geneeskd 2011,
36(1):37–38.

2. O’Kane MJ, McManus P, McGowan N, Lynch PL: Quality error rates in
point-of-care testing. Clin Chem 2011, 57(9):1267–1271.

3. Murray ET, Fitzmaurice DA: An evaluation of quality control activity for
near patient testing in primary care. Br J Gen Pract 1998, 48(437):1853–
1854.

4. Netherlands Society for Clinical Chemistry and Laboratory Medicine:
Rapportage Actiecomité Glucosemeters. [http://www.nvkc.nl/scripts/
actueel/Documents/Rapportage%20Actiecomit%C3%A9%20Glucosemeters.
pdf].

5. Ehrmeyer SS, Laessig RH: Point-of-care testing, medical error, and patient
safety: a 2007 assessment. Clin Chem Lab Med 2007, 45(6):766–773.

6. The Health Care Inspectorate of the Netherlands: Circulaire Ziekenhuizen
bloedsuikermetingen. [http://www.igz.nl/Images/2008-02a-IGZ%20Circulaire
%20bloedglucosemeters%20verlengde%20geldigheid%20tot%203%20april%
202014_tcm294-305668.pdf]

7. The Dutch College of General Practitioners: National guideline urinary tract
infections (in Dutch). [http://www.nhg.org/standaarden/samenvatting/
urineweginfecties]

8. The Dutch College of General Practitioners: National guideline diabetes
mellitus type 2 (in Dutch). [http://www.nhg.org/standaarden/
samenvatting/diabetes-mellitus-type-2]

9. Price CP: Point of care testing. BMJ 2001, 322(7297):1285–1288.
10. Meier FA, Jones BA: Point-of-care testing error: sources and amplifiers,

taxonomy, prevention strategies, and detection monitors. Arch Pathol Lab
Med 2005, 129(10):1262–1267.

11. Hofland H: Point of care testing and selftest related consultations in
general practices in the Netherlands: an exploratory study on general
practitioners’ experiences. [http://www.utwente.nl/bms/htsr/education/
completed%20assignments/Hofland.pdf]

12. Hingstman L, Kenens RJ: Cijfers uit de registratie van huisartsen-peiling
2011. [http://www.nivel.nl/sites/default/files/bestanden/cijfers-uit-de-
registratie-van-huisartsen-peiling-jan-2011.pdf].

13. Ministry of Health Welfare and Sports in the Netherlands: Dutch Health
Institutions Quality Act (Kwaliteitswet zorginstellingen). http://www.
wettenoverheid.nl/BWBR0007850/.

14. Howick J, Cals JW, Jones C, Price CP, Pluddemann A, Heneghan C, Berger
MY, Buntinx F, Hickner J, Pace W, Badrick T, Van den Bruel A, Laurence C,
van Weert HC, van Severen E, Parrella A, Thompson M: Current and future
use of point-of-care tests in primary care: an international survey in
Australia, Belgium, The Netherlands, the UK and the USA. BMJ Open 2014,
4(8):e005611.

15. Mignini L, Carroli G, Abalos E, Widmer M, Amigot S, Nardin JM, Giordano D,
Merialdi M, Arciero G, Del Carmen HM: Accuracy of diagnostic tests to
detect asymptomatic bacteriuria during pregnancy. Obstet Gynecol 2009,
113(2 Pt 1):346–352.

16. Shephard MD, Mazzachi BC, Watkinson L, Shephard AK, Laurence C,
Gialamas A, Bubner T: Evaluation of a training program for device
operators in the Australian Government’s Point of Care Testing in
General Practice Trial: issues and implications for rural and remote
practices. Rural Remote Health 2009, 9(3):1189.

17. Shephard M, Shephard A, Watkinson L, Mazzachi B, Worley P: Design,
implementation and results of the quality control program for the
Australian government’s point of care testing in general practice trial.
Ann Clin Biochem 2009, 46(Pt 5):413–419.

18. Bamberg R, Schulman K, MacKenzie M, Moore J, Olchesky S: Effect of
adverse storage conditions on performance of glucometer test strips.
Clin Lab Sci 2005, 18(4):203–209.

19. Users of Blood Glucose Meters Must Use Only the Test Strip
Recommended For Use With Their Meter [http://www.fda.gov/
MedicalDevices/ProductsandMedicalProcedures/InVitroDiagnostics/
GlucoseTestingDevices/ucm162016.htm]

20. Nichols JH: Blood glucose testing in the hospital: error sources and risk
management. J Diabetes Sci Technol 2011, 5(1):173–177.

21. Kazmierczak SC: Point-of-care testing quality: some positives but also
some negatives. Clin Chem 2011, 57(9):1219–1220.

22. Werkgroep Infectiepreventie: National guideline infection prevention in
the GP practice. [http://www.rivm.nl/dsresource?
objectid=rivmp:46536&type=org&disposition=inline]

23. The Dutch College of General Practitioners: Guideline hygiene and
infection prevention for the GP practice [http://huisartsenpraktijk.
wikispaces.com/file/view/NPA_Leidraad_Hygiene_09_binnenw.pdf]

24. Lindemans J, Vroonhof K, Ten Cate J, Slingerland RJ, Vermeer HJ: Het
gevaar van een sinaasappel. Medisch Contact 2008, 63(37):1514–1516.

25. European Commission: Directive 98/79/EC of the European Parliament
and of the Council of 27 October 1998 on in vitro diagnostic medical
devices OJ L 331 of 7 December 1998. [http://eur-lex.europa.eu/legal-
content/EN/TXT/PDF/?uri=CELEX:31998L0079&from=EN].

26. The Dutch College of General Practitioners: Anemia (in Dutch) [http://www.
nhg.org/standaarden/samenvatting/anemie]

27. van Bijnen EM, den Heijer CD, Paget WJ, Stobberingh EE, Verheij RA,
Bruggeman CA, Pringle M, Goossens H, Schellevis FG: The appropriateness
of prescribing antibiotics in the community in Europe: study design.
BMC Infectious Diseases 2011, 11:293.

28. Cockburn J, Campbell E, Gordon JJ, Sanson-Fisher RW: Response bias in a
study of general practice. Fam Pract 1988, 5(1):18–23.

29. Crouch S, Robinson P, Pitts M: A comparison of general practitioner
response rates to electronic and postal surveys in the setting of the
National STI Prevention Program. Aust N Z J Public Health 2011, 35(2):187–
189.

30. Wammes JJ, Jeurissen PP, Verhoef LM, Assendelft WJ, Westert GP, Faber MJ:
Is the role as gatekeeper still feasible? A survey among Dutch general
practitioners. Fam Pract 2014, 31(5):538–544.

31. VanGeest JB, Johnson TP, Welch VL: Methodologies for improving
response rates in surveys of physicians: a systematic review. Eval Health
Prof 2007, 30(4):303–321.

32. Lippmann S, Frese T, Herrmann K, Scheller K, Sandholzer H: Primary care
research - trade-off between representativeness and response rate of GP
teachers for undergraduates. Swiss Med Wkly 2012, 142:w13537.

http://www.biomedcentral.com/content/supplementary/s12875-014-0217-2-s1.docx
http://www.nvkc.nl/scripts/actueel/Documents/Rapportage%20Actiecomit%C3%A9%20Glucosemeters.pdf
http://www.nvkc.nl/scripts/actueel/Documents/Rapportage%20Actiecomit%C3%A9%20Glucosemeters.pdf
http://www.nvkc.nl/scripts/actueel/Documents/Rapportage%20Actiecomit%C3%A9%20Glucosemeters.pdf
http://www.igz.nl/Images/2008-02a-IGZ%20Circulaire%20bloedglucosemeters%20verlengde%20geldigheid%20tot%203%20april%202014_tcm294-305668.pdf
http://www.igz.nl/Images/2008-02a-IGZ%20Circulaire%20bloedglucosemeters%20verlengde%20geldigheid%20tot%203%20april%202014_tcm294-305668.pdf
http://www.igz.nl/Images/2008-02a-IGZ%20Circulaire%20bloedglucosemeters%20verlengde%20geldigheid%20tot%203%20april%202014_tcm294-305668.pdf
http://www.nhg.org/standaarden/samenvatting/urineweginfecties
http://www.nhg.org/standaarden/samenvatting/urineweginfecties
http://www.nhg.org/standaarden/samenvatting/diabetes-mellitus-type-2
http://www.nhg.org/standaarden/samenvatting/diabetes-mellitus-type-2
http://www.utwente.nl/bms/htsr/education/completed%20assignments/Hofland.pdf
http://www.utwente.nl/bms/htsr/education/completed%20assignments/Hofland.pdf
http://www.nivel.nl/sites/default/files/bestanden/cijfers-uit-de-registratie-van-huisartsen-peiling-jan-2011.pdf
http://www.nivel.nl/sites/default/files/bestanden/cijfers-uit-de-registratie-van-huisartsen-peiling-jan-2011.pdf
http://www.wettenoverheid.nl/BWBR0007850/
http://www.wettenoverheid.nl/BWBR0007850/
http://www.fda.gov/MedicalDevices/ProductsandMedicalProcedures/InVitroDiagnostics/GlucoseTestingDevices/ucm162016.htm
http://www.fda.gov/MedicalDevices/ProductsandMedicalProcedures/InVitroDiagnostics/GlucoseTestingDevices/ucm162016.htm
http://www.fda.gov/MedicalDevices/ProductsandMedicalProcedures/InVitroDiagnostics/GlucoseTestingDevices/ucm162016.htm
http://www.rivm.nl/dsresource?objectid=rivmp:46536&type=org&disposition=inline
http://www.rivm.nl/dsresource?objectid=rivmp:46536&type=org&disposition=inline
http://huisartsenpraktijk.wikispaces.com/file/view/NPA_Leidraad_Hygiene_09_binnenw.pdf
http://huisartsenpraktijk.wikispaces.com/file/view/NPA_Leidraad_Hygiene_09_binnenw.pdf
http://eur-lex.europa.eu/legal-content/EN/TXT/PDF/?uri=CELEX:31998L0079&from=EN
http://eur-lex.europa.eu/legal-content/EN/TXT/PDF/?uri=CELEX:31998L0079&from=EN
http://www.nhg.org/standaarden/samenvatting/anemie
http://www.nhg.org/standaarden/samenvatting/anemie

	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods
	Questionnaire
	Study population, data collection and data analyses

	Results
	Demographic characteristics of the respondents
	Training of users
	Pre-analytical phase
	Analytical phase
	Post-analytical phase
	Check and action after device failure
	Checks and actions after conflicting test outcomes for blood glucose tests
	Checks and actions after conflicting test outcomes for nitrite tests
	Checks and actions after test outcomes for haemoglobin tests


	Discussion
	Limitation of the study

	Conclusions
	Endnote
	Additional file
	Competing interests
	Authors’ contributions
	Acknowledgement
	Author details
	References

